Assessment of anti-HLA antibodies in sera being tested for platelet reactivity by a platelet lymphocyte immunofluorescence test (PLIFT).
An indirect immunofluorescence test using a platelet mononuclear cell suspension is described. The test is a simple and sensitive method to assess the contamination by anti-HLA antibodies of sera being tested for platelet reactivity and eliminates the need to support two independent test systems such as lymphocytotoxicity and immunofluorescence testing. The test could be of value in routine platelet serology testing and platelet crossmatching.